Airborne gravimetry has played a vital role in contributing to our knowledge of the subglacial environment in polar regions. Previous programs have produced extensive gravity data sets in Antarctica, but the resolution and accuracy of the data have been limited. We have evaluated the relative performance and suitability of two different airborne gravimeters for research applications from flight tests over the Canadian Rocky Mountains near Calgary. Survey design, mission profiles, and demands on the performance of an airborne gravimeter are different for the remote polar environment than for most commercial exploration surveys. Both systems, the AIRGrav and GT-1A, can produce higher-resolution data with improved flight efficiency than can the BGM-3 and LaCoste & Romberg gravimeters used in Antarctica. The AIRGrav and GT-1A systems are capable of draped flying of airborne gravity, allowing new applications for polar use. Both systems could provide the academic community with a significant increase in accuracy and horizontal resolution to enable major advances in understanding the subglacial environment. Compared to the GT-1A system, the AIRGrav system has a lower noise level and higher accuracy, and it is less sensitive to changing flight conditions -in particular, vertical accelerations during turbulent flights.
INTRODUCTION
The polar regions, key elements in the earth's geodynamic and climatic systems, are very sensitive to global environmental changes and have the potential to trigger significant global sea-level rise as large volumes of ice melt. Locked within these icy regions are the records of past global climate shifts and enigmatic ecosystems, sealed from open interactions with the atmosphere for millions of years. Although space-based remote-sensing tools can image the surface of the polar ice sheets, many key processes are impossible to image from space and can be examined only through airborne-or surface-based geophysical instrumentation. Instrumented aircraft are essential for studying the vast expanses of snow and ice of the Antarctic continent, the subcontinent of Greenland, and the surrounding oceans.
As a first step toward developing a new generation of aerogeophysical imaging systems for polar applications, we tested two different airborne gravimeters on a Twin Otter aircraft with a side-byside installation. We first evaluated the gravimeters' performance over a known test range near Calgary and the Rocky Mountains, then at a higher latitude out of Eureka, Ellesmere Island ͑80°N͒, to the North Pole. Results from the Rocky Mountains test flights form the basis of this paper. The Arctic flights will be discussed in a separate paper.
Airborne gravimetry has been essential in studying the subglacial environment in Antarctica. Between 1977 and 1989, Sevmorgeologia conducted the first airborne gravity surveys in the Weddell Sea under the auspices of the Soviet Antarctic Expedition ͑Aleshkova et al., 2000͒. More than 70,000 km of aerogravity data were collected from an Ilyushin IL-14 aircraft. In the 1980s, the Naval Research Laboratory and Lamont-Doherty Earth Observatory of Columbia University conducted a major airborne gravity survey through a series of P-3 Orion flights into the Weddell Sea ͑Brozena et al., 1987; Bell et al., 1990͒ . During the 1990s, the Support Office for Aerogeophysical Research ͑SOAR͒, a joint facility between the University of Texas Institute for Geophysics, the Lamont-Doherty Earth Observatory of Columbia University, and the U. S. Geological Survey under a cooperative agreement with the U. S. National Science Foundation ͑e.g., Brozena et al., 1993; Bell et al., 1999; Blankenship et al., 2001͒ , collected more than 275,000 km of data from a DHC-6 Twin Otter aircraft using either a Bell Aerospace BGM-3 marine gravimeter or a LaCoste & Romberg S-gravimeter modified by the ZLS Corporation.
Similar projects by the British Antarctic Survey and the Alfred Wegener Institute for Polar and Marine Research, Germany, have utilized LaCoste & Romberg air/sea gravimeters on Twin Otter and Dornier DO-228 aircraft, respectively ͑Boebel, 2000; Jones et al., 2002͒. In 2002 Although all of these programs have produced extensive gravity data sets in Antarctica, the resolution and accuracy of the data have been limited. The requirement for survey lines extending beyond the target area and the inability of the systems to accommodate draped survey flights has prevented the broader application of aerogeophysical data to polar science questions.
TEST DESCRIPTION

Gravimeter systems
The principal goal of an extensive flight test program in May and June 2007 was to compare different airborne gravimeter systems with the potential of producing higher-resolution data in polar regions along with improving flight efficiency. We evaluated two gravimeters, a Sander Geophysics Ltd. ͑SGL͒ AIRGrav ͑airborne inertially referenced gravimeter͒ and a Canadian Micro Gravity Pty. Ltd. ͑CMG͒ GT-1A system on a DHC-6 Twin Otter aircraft. The side-by-side installation and operation of these two systems provides a unique opportunity to evaluate their relative performance for the first time.
The Sander Geophysics AIRGrav system consists of a three-axis stabilized inertial platform utilizing three orthogonal accelerometers and two two-degrees-of-freedom gyroscopes ͑Sander et al., 2004, and references therein͒. The platform is controlled in free inertial mode with Schuler tuning, such that the sensor block holding the accelerometers and gyroscopes is held within 10 arc-s ͑0.0028°͒ of local level at all times. This platform design ensures that the vertical accelerometer remains oriented very close to the direction of the gravity vector, independent of aircraft maneuvers. The vertical accelerometer can be used alone as a scalar gravity sensor; however, the accelerometers and gyroscopes are precise enough to extract vector gravity components with suitable postprocessing.
The CMG GT-1A is an airborne, single-sensor, vertical scalar GPS-INS gravimeter with a Schuler-tuned three-axis inertial platform ͑Gabell et al., 2004, and references therein͒. A turntable provides the platform's azimuth axis control. The gravimeter was developed by Joint Stock Company Gravimetric Technologies in the Russian Federation. The postprocessing software was developed by the Lomonosov Moscow State University's Department of Mechanics and Mathematics. The GT-1A is made available outside the Russian Federation by CMG.
Both gravimeters were installed near the aircraft's center of gravity on a 30-cm-high rack mounted to the floor of the cabin to accommodate both gravimeters in the wider fuselage section. Although the rack was bolted to the floor and the sidewalls of the main cabin, this installation may have introduced additional noise compared to an installation fixed firmly into the seat rails of the cabin floor. Three global positioning system ͑GPS͒ antennas were mounted on top of the fuselage. Two antennas were located approximately above the gravimeters, and a third antenna was mounted approximately 3 m aft of the gravimeters for use in the AIRGrav high-latitude tests. The AIRGrav system utilized two Antcom Corporation GPS antennas ͑model 3G-1215A-XT-1͒, and the GT-1A system used a single AeroAntenna Technology GPS antenna ͑model AT2775-41͒.
Test flight program
The test flights over several repeat ground tracks were conducted in May and June 2007 from Calgary, Canada. The area covered by the flight paths includes the foothills of the Rocky Mountains near Turner Valley and the rugged topography of the mountain range ͑Figure 1͒. The free-air gravity field over the test area generally strikes north to south and varies from very smooth, low-amplitude anomalies over the foothills region to very large, high-amplitude, short-wavelength anomalies ͑Canadian Geodetic Information System, 2008͒.
The two main flight lines were a 100-km-long east-west line ͑line 200, Figure 2͒ and a 180-km-long north-south line ͑line 400, Figure  3͒ . The east-west line was flown over existing ground and airborne gravity measurements for comparison. The long north-south line over the rugged mountain topography provides different environments for gravimeter testing. In total, more than 1600 km of data were collected during this campaign ͑Table 1͒. The topography changes more than 1500 m along these profiles, making it an ideal setting for a draped survey design.
Two GPS ground stations were operated during the flights for differential positioning: one at the Calgary airport for the AIRGrav system and one at the Airdrie airport for the GT-1A system, as requested by the respective operators ͑Figure 1͒. Target flying altitude varied between 1900 and 3250 m, with constant climb and descent rates between waypoints ͑Figures 2 and 3͒. Average ground speed of the aircraft was 76 m/s. Flights in the early morning and late evening were generally smoother than flights during the day because of air turbulence over the mountain range. During the day, vertical aircraft accelerations reached up to 2.9 m/s 2 at 2 Hz ͑Table 1͒.
COMPARISON BETWEEN REFLIGHTS
Difference between passes
The accuracy and internal consistency of the aerogravity measurements can be assessed from differences between reflights ͑pass-es͒ of the same line. To estimate the noise, we calculate the root mean square ͑rms͒ of the differences between all reflights divided by ͱ 2.
For comparison, we also estimate the noise using the method advanced by Green and Lane ͑2003͒. This method is based on a linear model for additive errors that are a function of the line l and sample i. The data X l,i are used to calculate the arithmetic mean for each line ͑X D,i ͒, the arithmetic mean for each location ͑X l,D ͒ using all lines, and the arithmetic mean of the entire data set
is then used to calculate the standard deviation of the noise.
Before assessing the differences between passes, the data along individual flight lines were interpolated onto common ground points spaced 25 m apart and upward/downward continued to a standard target flight elevation. The noise estimate is based on reflight lines for the two systems. Several passes were excluded from the comparison because vertical accelerations during flight exceeded the ‫5.0ע‬ m/s 2 operational limit of the GT-1A or did not pass CMG's established quality-control ͑QC͒ criteria. In particular, all passes of line 300, a 60-km-long line over rugged topography, were excluded because either the GT-1A operational limits were exceeded or the GT-1A data did not meet the CMG QC criteria. The selected lines and passes are listed in Table 1 , together with the reasons for excluding several lines from the analysis.
We evaluated noise estimates for 70-, 100-, and 140-s low-pass filtered data ͑Figure 4͒. The noise in both systems shows the typical decrease with longer cutoff wavelengths. The noise estimates of the AIRGrav system cluster closely for lines 100, 200, and 300 ͑Figure 4a and c͒, suggesting that the system noise is largely independent from varying conditions such as turbulence and changes in flight elevation during draped survey flying ͑Argyle et al., 2000͒. The noise in the GT-1A system for lines 200 and 400 varies significantly between the three lines ͑Figure 4b and d͒, which likely reflects different performance of the system in different conditions. For both systems, noise estimated using the Green and Lane ͑2003͒ method utilized by CMG ͑Figure 4c and d͒ shows smaller values than the commonly used rms of the differences divided by ͱ 2 ͑Figure 4a and b͒.
Tests with synthetic data reveal that the lower noise estimates of the Green and Lane ͑2003͒ method are an intrinsic bias of this method for small numbers of reflights. Noise estimates based on synthetic data for the rms method were generally independent of the number of reflights used, whereas the Green and Lane noise estimates were consistently lower and more sensitive to the number to reflights ͑Fig-ure 5͒. The experiment was repeated 10 4 times and averaged, and the estimates were normalized. This experiment demonstrates that for a small number of reflights, the Green and Lane ͑2003͒ method produces significantly lower noise estimates than the rms differences between reflights.
Frequency content
Each system uses a different low-pass filtering schema. The fundamental difference in filtering could affect the comparison of noise Figure 1 . Location of gravimeter test flights ͑yellow lines͒ over the Rocky Mountains, Canada. Line 200 is the east-west line over Turner Valley with well-documented existing gravity data sets, both airborne and ground. Line 400 is the long north-south line over the higher elevation that replicates operations over rugged topography. Shaded relief is 3 arc-s ͑i.e., 90-m͒ digital elevation model produced from the Shuttle Radar Topography Mission ͑SRTM͒ data.
estimates. The AIRGrav data were filtered using a cosine taper in the frequency domain, with the filter cutoff length corresponding to the half-point in the transfer function. For the GT-1A, a Kalman filter was applied to the data. The GT-1A Kalman filter has transfer function characteristics similar to the cosine taper used for the AIRGrav system ͑Gabell et al., 2004͒. Noise in aerogravity data generally decreases toward longer wavelengths ͑Figure 4͒, and for this reason the frequency content of the filtered data needs to be analyzed for comparison. Figure 6 shows the averaged power-spectral-density estimates for the data low-pass filtered with 100 s that have been used to estimate the noise. Data from line 100 have been excluded from this analysis because the line is too short ͑24 km͒ to compute a power spectrum. We use the time-series data at flight elevation to avoid potential alteration of the frequency content of the gravity signal from spatial interpolation and upward continuation. Power spectra have been estimated for each pass using a multitaper method ͑Thomson, 1982͒ and then averaged. Because the signal-to-noise ratio increases by ͱ N during the averaging, it is unlikely that noise contributes significaly to the amplitudes of the averaged gravity power spectrum. For wavelengths greater than 400 s ͑30 km at 75 m/s flying speed͒, the AIRGrav system reveals larger amplitudes in the power spectrum ͑Fig-ure 6a͒. Between 200 s ͑15 km͒ and 400 s, the amplitudes in both systems are similar. Below 180 s, amplitudes in the AIRGrav system are higher than for the GT-1A ͑Figure 6b͒.
To reveal the impact of the low-pass filters on the frequency content of the gravity data, the same cosine taper low-pass filter used for the AIRGrav data was applied to the GT-1A unfiltered free-air gravity ͑Figure 7͒. The 100-s Kalman filtered gravity of the GT-1Asystem shows smaller peak-to-peak amplitudes than the AIRGrav system, consistent with the smaller amplitudes in the averaged power spectrum. Filtering the GT-1A gravity with the 100-s cosine taper increases the GT-1A amplitudes to the AIRGrav levels. The same effect is evident in the spectral analysis. The 100-s Kalman filter suppresses more high-frequency signal than the 100-s cosine taper and thus removes more high-frequency noise from the data than the co- Left column ͑a and c͒ shows AIRGrav results; right column ͑b and d͒ shows GT-1A results. The upper row ͑a and b͒ shows gravity noise estimated from the rms of the differences between all reflights divided by ͱ 2. The lower row ͑c and d͒ shows gravity noise estimated using the Green and Lane ͑2003͒ method. Power spectra for the 100-s filtered data are calculated using the multitaper method ͑Thomson, 1982͒. Line 100 was excluded because it is too short ͑24 km͒ for computing a power spectrum. ͑a͒ Entire spectrum ͑0-800 s͒ and ͑b͒ expanded spectrum ͑50-200 s͒ around the cutoff wavelength ͑100 s͒ of the low-pass filter.
sine taper low-pass filter. Thus, the lower noise estimates of the AIRGrav system are not a result of the different low-pass filters applied to suppress high-frequency noise. On the contrary, the AIRGrav system shows lower noise despite the fact that the cosine taper low-pass filter passes more high-frequency signal and thus noise than the GT-1A 100-s Kalman filter.
Impact of line deviation on noise estimates
Although the direct comparison above is an estimate of the relative accuracy and resolution between the two systems, the estimates of differences between reflights do not necessarily reflect system noise alone. Several factors contributing to the noise in the data set are not related to the accuracy of the gravimeter systems.
The free-air gravity field over the Rocky Mountains is dominated by large horizontal and vertical gradients. Typically, horizontal gradients are on the order of 5-10 mGal/km and vertical gradients are ‫01-5ע‬ mGal/km with occasional values up to ‫02ע‬ mGal/km at flight elevation ͑Canadian Geodetic Information System, 2008͒. Over the Turner Valley, both horizontal and vertical gradients are between 1 and 2 mGal/km. In regions with large horizontal gradients ͑10 mGal/km͒, a typical horizontal line deviation of ‫04ע‬ m can result in differences between reflights of up to 0.8 mGal. These spatial variations in the gravity field are resolved by the gravimeters but cannot be removed by processing. This effect is seen in the test-line data set because the aircraft was not equipped with a pilot guidance system and the effect would not be so evident in a typical airborne gravity survey. Vertical deviation from the target flight elevation can be removed by upward and downward continuation of the profile data to the target flight elevation; however, significant differences can remain in the gravity measured at different flight elevations. Additional operational aspects that contribute to the overall noise level are discussed in the section on operational considerations and accuracy.
COMPARISON WITH GROUND GRAVITY DATA
The accuracy and external consistency of both systems can be estimated from comparisons with ground gravity data. Figure 8a shows the locations of ground and airborne gravity data along a 30 -km-long segment of line 200 near Turner Valley ͑Peirce et al., 2002͒. The ground gravity data along this profile have been upward continued to flight elevation and low-pass filtered with the same filters used for airborne data for direct comparison. The ground gravity data were compared to an average of 50 passes of the same line with an AIRGrav system during a previous survey ͑Sander et al., 2002͒. Because of the substantial difference in flying speed between the averaged AIRGrav data ͑50 m/s͒ and our survey ͑75 m/s͒, a direct comparison between these data sets is impossible. Figure 8b shows the differences between the averaged AIRGrav data, acquired at 50 m/s flying speed, and the ground gravity data low-pass filtered with a 70-s cosine taper. The rms difference between the data sets is 0.44 mGal for the 70-s filter and 0.38 mGal for the 100-s data ͑Figure 8͒. For the AIRGrav system, the rms difference between the ground gravity data and four passes of line 200 during our survey ranges from 1.1 to 0.7 mGal ͑70-140 s͒ ͑Figure 9͒. The rms difference for the GT-1A system for the identical reflights ranges from 1.6 to 1.0 mGal ͑70-140 s͒. Pass 2/flight 2 and pass 2/flight 4 ͑dashed lines͒ are excluded from the analysis for both the AIRGrav and GT-1A systems because of the large vertical and horizontal line deviations that result in significant differences between the airborne and ground gravity data which are not related to the accuracy of the gravimeter systems. Figure 9 shows the typical decrease of noise in airborne gravity data with longer cutoff wavelengths and smaller differences between the AIRGrav and ground data compared to differences between the GT-1A and ground data.
OPERATIONAL CONSIDERATIONS AND ACCURACY
In addition to installing both gravimeters on a raised rack, other factors specific to this test program may have contributed to the overall noise in the data. The survey design and mission profiles for the test flight program differ from typical exploration surveys and reflect the demands of survey flights for research applications in a remote polar environment. Aerogeophysical surveys of this kind often cover large areas with long baselines up to 1000 km or more for differential GPS positioning ͑e.g., Brozena et al., 2003; Studinger et al., 2004; Studinger et al., 2006͒ . For this test program, the maximum horizontal distance between the GPS receivers on the aircraft and the base stations was 250 km for the test flights and is still longer than for most exploration surveys. The accuracy of differential positioning decreases with the length of the base line. The uncertainty in positioning limits the ability to separate gravitational from nongravitational accelerations and thus contributes to the overall noise in the data. In addition to the horizontal distance, the vertical distance of up to 2400 m between base stations and flight elevation will result in a systematic error in the tropospheric path delay that will add considerable uncertainty to vertical-position estimates ͑e.g., Klingelé et al., 1997͒. In polar regions, the short summer season and challenging logistics often dictate flight operations and limit the opportunity to refly survey lines. For this reason, the performance and reliability of a system in turbulent flight conditions, such as encountered over the Rocky Mountains during the test flights, is critical to determine the Figures 1 and 3 . The 100-s Kalman filtered gravity of the GT-1A system produces smaller peak-to-peak amplitudes than the AIRGrav system, consistent with the smaller amplitudes in the averaged power spectrum. Filtering the GT-1Araw gravity with the 100-s cosine taper increases the GT-1A amplitudes to the AIRGrav levels.
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Studinger et al. suitability of an airborne gravity system for polar applications. During the test flights, the AIRGrav system produced more than 1600 line-km of acceptable data, but the GT-1A often encountered conditions that exceeded the operational limit for vertical accelerations and produced only slightly more than 800 line-km of usable data on the same flights ͑Table 1͒. Furthermore, the much shorter lead-in distance for the AIRGrav system ͑3 km͒ compared to the GT-1A ͑8 km͒ has a significant impact on fuel requirements and the logistical scope and cost of surveys in the remote polar regions.
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CONCLUSIONS
We have compared the relative performance and accuracy of a Sander Geophysics AIRGrav system and a Canadian Micro Gravity GT-1A system in side-by-side testing. The purpose of the test program was to evaluate the suitability of these systems for research applications in the polar environment. Survey design, mission profiles, and demands on the performance of an airborne gravimeter are different for the remote polar environment than for most commercial exploration surveys. Both systems are capable of draped flying of airborne gravity, allowing broader potential applications for polar use compared to the previously used BGM-3 and LaCoste & Romberg gravimeters. Both systems could provide the academic community with a tremendous increase in accuracy and horizontal resolution that will enable major advances in understanding the subglacial environment. Compared to the GT-1A system, the AIRGrav system has a lower noise level and higher accuracy and is less sensitive to changing flight conditions -in particular, vertical accelerations during turbulent flights. 
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